A multi-channel polarization-sensitive Mueller-matrix optical coherence tomography (OCT) was built with single-mode optical fibers in both the sample and reference arms. A new rigorous algorithm was developed to eliminate dynamically the polarization distortions caused by the sampling fiber and consequently retrieve the calibrated polarization properties of the sample. The roundtrip Jones matrix of the sampling fiber used in the algorithm was acquired from the reflecting surface of the sample for each depth scan (A scan). Both this new algorithm and the algorithm used in previous fiberbased polarization-sensitive OCT (PS-OCT) were tested with simulated data, which shows that the only parameter that can be correctly retrieved by the previous algorithm is the phase retardation. The skin of a rat was imaged with this fiberbased system.
INTRODUCTION
As an important branch of optical coherence tomography (OCT), polarization-sensitive OCT (PS-OCT) adds the polarization properties of the sample as a contrast mechanism. [1] [2] [3] [4] [5] [6] [7] [8] However, practical applications of PS-OCT have been limited by the difficulty of its optical-fiber implementation. A single-mode optical fiber (SMF) alters the polarization state of the guided light wave due to the inherent birefringence in the fiber, which exists when the cylindrical symmetry of its core is broken by factors such as stress. The birefringence varies with the bending and twisting of the fiber during manipulation of the imaging probes, which can result in dynamic distortion in PS-OCT images. Therefore, a dynamic calibration technique is required to eliminate this effect.
Based on previous studies, a Jones matrix can be applied in PS-OCT to completely characterize the polarization properties of an optical element and a scattering medium. [4] [5] [6] [7] [8] If the one-way Jones or Mueller matrix of the sampling optical fiber can be determined, the polarization distortion caused by the sampling fiber can be eliminated from the PS-OCT images. Multi-channel Mueller OCT can measure the Jones and Mueller matrices of a sample with a single scan and thus offer the possibility of rigorously eliminating the polarization effect of the sampling fiber. This method allows fiber-based Mueller OCT to acquire a calibrated Mueller-matrix image as rapidly as conventional OCT acquires a regular image. In this paper, we report a new rigorous algorithm for the retrieval of the calibrated polarization properties of the sample. This algorithm was validated with simulated data. The skin of a rat was imaged as well.
CALIBRATION ALGORITHM
In general, a pure retarder can be characterized by a homogeneous Jones matrix that has two orthogonal elliptical eigenvectors, each representing an eigen-polarization. A linear retarder is a special case where the eigen-polarizations are linear; and a Faraday rotator is another special case where the eigen-polarizations are circular. When two or more linear retarders are cascaded, the overall retarder is generally elliptical unless the axes are aligned. Due to its randomly distributed birefringence along the core, a SMF should be treated as an elliptical retarder.
We first introduce the general properties of a retarder. The 2×2 Jones matrix [
] of an elliptical retarder can be expressed with three independent real parameters: 
(1)
The fast and slow eigen-vectors are 
Subscripts 1 and 2 denote the one-way and roundtrip parameters, respectively. Because J 2 is transpose symmetric
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fiber Tissue Fig. 1 Illustration of the polarization transformation in the sample arm. E i1 and E i2 : incident Jones vectors for the sampling fiber and the sample; E o1 : the measured output roundtrip Jones vector from the sample surface; E o2 : the roundtrip Jones vector representing the transformation result of both the fiber and the tissue layer; J f1 and J s1 : the one-way Jones matrix of the sampling fiber and the sample.
As shown in Fig. 1 , in a fiber-based Mueller OCT system, the incident sampling light undergoes transformation sequentially, first through the sampling fiber and the sample in forward propagation and then the sample and the sampling fiber in backward propagation. Therefore, the raw roundtrip Jones matrix (
. Consequently, Eq. (4) provides only two independent relationships; therefore, J f1 can only be determined from J f2 with a free parameter. For each J f2 , we can always find a unique hypothetical linear retarder 1 fl
We introduce the following matrix to reflect the free parameter:
Removing the round-trip effect of 
Based on Eqs. (3)- (7), we have the following solution representing the general calibration algorithm in a matrix form:
The round-trip retardation ( 2 s ϕ ) of the sample can be calculated by
or, in the case of negligible diattenuation in the sample, by
We can also prove from Eq. (6) that the elements of 1 fc J are real numbers and that
Consequently, we can introduce a new parameter γ as follows:
1 fc J thus represents a rotation matrix. In other words, the Jones matrix of the sampling fiber is decomposed into a linear retarder and a rotator. Equation (8) is equivalent to rotating the fast axis of J s2 along the axis of the incident light by an angle γ . This rotation does not affect the amplitudes of either the birefringence or diattenuation. As a result, the calibrated round-trip retardation of the sample can be calculated exactly from Eq. (9). From Eqs. (8) and (11), we can calculate the calibrated orientation of birefringence as follows: The calibration in Eq. (12) has an offset γ , which depends on the parameters of the sampling fiber only. This offset is a constant in a frame of image as long as the parameters of the sampling fiber are kept constant during the image acquisition of each frame, which is the case when the fast lateral scanning of OCT does not move the sampling fiber. Therefore, a relative distribution of the orientation of the birefringence can be retrieved. If the parameters of the sampling fiber are varied among the A scans, which is true when the lateral scanning in OCT does move the sampling fiber, γ will differ among the A lines. In this case, if the orientation of the birefringence of the surface layer is constant or known a priori, or if a known thin retarder is attached to the sample as the first layer, γ can be eliminated. In either case, 2 s ϕ can be calculated exactly.
We tested the algorithm for a simulated fiber with parameters π δ π θ ϕ < ≤ < ≤ = 
, respectively, together with a sample having various parameters of birefringence.
The birefringent parameters of the simulated sample can be completely recovered. Fig. 2 
COMPARISON OF THE ALGORITHM WITH CONVENTIONAL PS-OCT
In this section, we compare the above algorithm for eliminating the polarization distortions of the sampling fiber with the a previous algorithm used in conventional fiber-based PS-OCT. 10 As illustrated in Fig. 1 , we have the following relations: 
We can then represent E o2 with E o1 by inserting Eq. (18) 
The transformation matrix
, and its orientation changes from 0 to π. The calculation results are shown in the Fig. 3 . For comparison, the orientation of the fast axis of the sample extracted with the algorithm of Mueller OCT is also shown in the figure. We draw the following conclusions: 1). The algorithm of the Mueller OCT is stable and yields exact orientation of the fast axis of the sample in the entire data range.
2). Without discriminating the one-way and roundtrip transformation effects, the algorithm used in conventional fiberbased PS-OCT is unable to consider the actual order of transformation. As a result, the calculated orientation of the fast axis of the sample is wrong except at two points--when the orientations of the fiber and the sample are either parallel or orthogonal. With an increase of retardation in the sampling fiber, the error becomes more severe. 
Experimental Setup

RESULTS AND DISCUSSION
We first tested the system by imaging a quarter-wave (λ/4) plate in combination with a mirror, for a frame consisting of 35 A scans with a lateral span of 1 mm. The sampling fiber was intentionally deformed every fifth A scan to vary its polarization property. The measured 2 f J was used to cancel the distortion using the above algorithm. The calibrated 2 s ϕ of the λ/4 plate accurately matches the expected value of λ/2, indicating the validity of our algorithm.
The fiber-based Mueller OCT system was used to image a biological sample-the skin of a rat tail [Berlin Drucrey (BD-IV)] in vivo. After the rat was anesthetized (ketamine 60 mg/kg, IM) and the hair of the tail was removed with hair remover lotion, the tail was scrubbed with glycerin. Two-dimensional data of the skin were taken by laterally moving the sample between A scans. The Jones matrix was calibrated pixel-wise to eliminate the fiber distortions and then converted into its corresponding 4×4 Mueller matrix. Polarization parameters of the sample were extracted from the Jones or Mueller matrix. Fig. 5 shows the images of the polarization-independent M 00 element of the Mueller matrix, the amplitude of retardation after calibration, and the orientation of the fast axis. Some structures, like the epidermis and the collagen-rich dermal papillae, can be clearly seen in the M 00 and retardation images. Also shown in Fig. 5 is the haematoxylin and eosin (HE) histological image of the tail skin of the same breed. The calibrated OCT images conform well with the histological image. ϕ , and the image of the orientation of the fast axis of the skin of a rat tail measured in vivo with the fiber-based Mueller OCT system. The M 00 image is in logarithmic scale while the retardation image is in linear scale. The height of the images is 1mm. EP: Epidermis; DP: dermal papilla; HS: hair shaft.
CONCLUSION
In conclusion, single-mode optical fibers were successfully incorporated into our Mueller OCT system. A rigorous algorithm was invented to exactly eliminate the polarization effect of the sampling fiber on the retardation image of a sample dynamically. With this algorithm, the distribution of the orientation of the birefringence can also be extracted with only a constant offset in each pixel as long as the sampling fiber is not scanned during the acquisition of each frame of image. Our fiber-based Mueller OCT system was successfully applied to imaging biological samples.
